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Report No. : SGS-R20-3150-EN00 

Order No. : DTRC2011002299EN 

Applicant : WISE Control Inc. 

Address : 
2022, Deogyeong-daero, Giheung-gu, Yongin-si,  

Gyeonggi-do, 17097, Republic of KOREA 

Product : Low pressure gauge (Capsule system) 

Model No. : P422 

Date of Test : November 23, 2020. ~ November 24, 2020. 

Standard : 
IEC 60529: 2013 
Degrees of protection provided by enclosures (IP67) 

Test Result : Refer to page 9 

Use of Report : For Quality Control 

This is certified that the above mentioned products have been tested for the sample provided by client. 

Affirmation 
Tested by 

Name : Jeong, Sang-jin. 

Technical Manager 

Name :  Koo, Hyung-kun  

 

※ The above test certificate is the accredited test results by Korea Laboratory Accreditation Scheme, which signed 

the ILAC-MRA.  

 

 
 November 25, 2020. 

 
 

Accredited by KOLAS, Republic of KOREA 
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